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We report a photoluminescence imaging system for locating single quantum emitters with respect to alignment
features. Samples are interrogated in a 4 K closed-cycle cryostat by a high numerical aperture (NA=0.9, 100×
magnification) objective that sits within the cryostat, enabling high efficiency collection of emitted photons
without image distortions due to the cryostat windows. The locations of single InAs/GaAs quantum dots
within a > 50 µm × 50 µm field of view are determined with ≈ 4.5 nm uncertainty (one standard deviation) in
a 1 s long acquisition. The uncertainty is determined through a combination of a maximum likelihood estimate
for localizing the quantum dot emission, and a cross-correlation method for determining the alignment mark
center. This location technique can be an important step in the high-throughput creation of nanophotonic
devices that rely upon the interaction of highly confined optical modes with single quantum emitters.
I. INTRODUCTION
Single solid-state quantum emitters such as color cen-
ters in crystals and epitaxial quantum dots (QDs) are
being explored for a variety of purposes in photonic quan-
tum information technology, such as triggered single pho-
ton generation. Although some techniques exist for the
precise location of these emitters at the stage of their
formation, such as site-controlled QD growth1,2 or im-
plantation through nanoapertures3, much work continues
to be focused on randomly positioned structures, such
as naturally occurring impurity centers or self-assembled
QDs. In part, this is due to the optical quality of such
structures. For example, QDs produced by Stranski-
Krastanov self-assembled growth4,5 have been used in
single-photon sources exhibiting essentially transform-
limited emission linewidths6–8, which has not yet been
shown for site-controlled QDs. As a result, methods to
locate the spatial position of quantum emitters with re-
spect to alignment features become necessary in order
to fabricate nanophotonic structures, such as gratings,
waveguides, and microcavities9, in which the quantum
emitters are optimally aligned with respect to the con-
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fined optical modes. In such devices, offsets in the posi-
tion of the quantum emitters of & 50 nm can result in a
significant degradation in performance.
Of the various techniques used to locate single
quantum emitters such as QDs, including atomic
force microscopy10, scanning confocal microscopy11–13,
scanning electron microscopy14,15,and cathodolumines-
cence16, photoluminescence imaging17,18 is particularly
appealing due to the ability to use wide-field illumination
and multiplexed detection on a sensitive camera to inter-
rogate a large sample area in a relatively small amount
of time. In Ref. 18, we reported on the development of
a photoluminescence imaging technique for locating sin-
gle QDs with an uncertainty of < 30 nm with respect to
metallic alignment features (< 10 nm when using a solid
immersion lens), and demonstrated how this approach
could be used in the creation of bright and pure triggered
single-photon sources. Here, we describe the performance
of a second-generation setup that significantly improves
upon our previous work in several ways. By working
with a high numerical aperture objective housed within
the closed-cycle cryostat used to interrogate the devices,
we improve the collected photon flux, eliminate imaging
distortion due to the cryostat windows, and ensure com-
mon mode vibration between the sample and objective.
We use a more sophisticated and automated data anal-
ysis method for determining the QD position, consisting
of a maximum likelihood estimate19 and cross-correlation
approach20 to localize the QD and alignment marks, re-
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2spectively. Taken together, these improvements result in
a that is mean positioning uncertainty (one standard de-
viation value) ≈ 4.5 nm for an image acquisition time of
1 s, which represents more than a factor of 6× improve-
ment in uncertainty and 100× reduction in acquisition
time in comparison to our previous work.
II. EXPERIMENTAL SETUP AND IMAGING RESULTS
We interrogate samples grown by molecular beam epi-
taxy and consisting of a layer of low-density InAs QDs
embedded at the midpoint of a GaAs layer (typically
190 nm thick), which in turn is grown on a > 1 µm
Al0.65Ga0.35As layer (used as a sacrificial layer in the fab-
rication of suspended devices like photonic crystal mem-
branes). We fabricate an array of alignment marks (typ-
ically crosses with a separation of 50 µm) on top of the
samples through electron-beam lithography, Cr/Au de-
position, and resist lift-off. The samples are placed in a
closed-cycle cryostat with top optical access and cooled
to a temperature below 10 K. The cryostat also houses
within it a 100× magnification, 0.9 numerical aperture
(NA) objective lens that sits above the top of the radia-
tion shield and below the top window that maintains the
cryostat vacuum with respect to the lab environment.
Our positioning approach is based on wide-field imag-
ing in which two LED sources are used, one for excita-
tion of the QDs and the other for illumination of the
sample (see Fig. 1(a)). The light emitted by two LEDs
is combined on a 50:50 beamsplitter and sent through
two additional beamsplitters above the cryostat (30:70
and 50:50) before reaching the cryostat objective. The
light emitted from the semiconductor material and re-
flected off its top surface consists of many different colors,
namely reflected QD excitation light (630 nm), QD emis-
sion (900 nm to 950 nm range), emission from other re-
combination centers in the material (typically <860 nm,
and originating from the GaAs band edge, carbon ac-
ceptor states, and wetting layer states), and reflected il-
lumination (typically 940 nm). The 50:50 beamsplitter
above the cryostat sends the reflected and emitted light
towards an EMCCD (electron multiplying charge coupled
device) camera in the reflected path, and through the
30:70 beamsplitter and an 8:92 beamsplitter in the trans-
mitted path. By placing appropriate filters (notch filters
and/or edge-pass filters) in front of the EMCCD camera
to eliminate all light other than emission from the QD
states and the reflected illumination, we obtain images
such as those shown in Fig. 1(b). The EMCCD camera
chip is 1004 pixels × 1002 pixels, with each pixel hav-
ing dimensions of 8 µm × 8 µm. The 8:92 beamsplitter
allows for introduction of pump light from a continuous-
wave Ti:sapphire laser and for collection of light emit-
ted from the sample into a single mode fiber, where it
can be sent to a grating spectrometer for spectral anal-
ysis. The focused pump spot from the Ti:sapphire laser
is . 2 µm in diameter, and allows for selection of in-
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FIG. 1. (a) Schematic of the cryogenic photoluminescence
imaging system. The sample sits on an x-y-z positioning
stack within a 4 K closed-cycle cryostat. Hanging above the
sample, within the cryostat, is a 100× magnification, 0.9 NA
microscope objective. Two different color LEDs are combined
on a 50:50 beamsplitter and sent into the objective in order
to excite the quantum dots (QDs) and illuminate the sam-
ple, respectively. The QD excitation LED is typically cho-
sen as 630 nm, while the illumination LED depends on the
specifics of the material epitaxy, in particular, the underlying
layers, and is at 940 nm. Emitted light from the QDs and
reflected light from the sample are either directed through
one or more long pass filter (LPFs) to reject the quantum dot
excitation light and wetting layer emission before going into a
tube lens and an EMCCD camera, or are coupled into a sin-
gle mode fiber and sent to a grating spectrometer for spectral
analysis. In addition, a tunable wavelength, continuous-wave
Ti:sapphire laser is coupled into the system from single mode
fiber through an 8:92 beamsplitter, to enable excitation of a
small number of QDs within a focused laser spot. (b) Rep-
resentative image acquired by the EMCCD camera in a 1 s
integration time. (c) Representative photoluminescence spec-
trum from a single QD.
dividual QDs from within the 66 µm × 66 µm field of
view provided by the imaging system (the tube lens focal
length of 200 mm is larger than the nominal 165 mm for
the 100× infinity-corrected objective, resulting in an ad-
ditional magnification of 1.2× before the EMCDD). An
example photoluminescence spectrum from an individual
QD is shown in Fig. 1(c).
The system is constructed using cage-mounted com-
mercial optical and optomechanical components, with
the exception of a central aluminum block (not shown)
that provides structural rigidity. The use of an objec-
tive within the cryostat provides several advantages and
tradeoffs in comparison to setups in which the objective
is held outside of the cryostat, as in Ref. 18, in which a
long working distance 20× objective (0.4 NA) was used.
The geometry of the cryostat is such that the vibrations
induced by the cryocooler, which in our case is based on a
Gifford-McMahon architecture, are common to both the
objective and the sample. The ability to place the objec-
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FIG. 2. Comparison of the images collected with the system developed in Ref. 18 (left column panels (a), (c), and (e): First
generation setup) and the system described in this work (right column panels (b), (d), and (f): Second generation setup).
(a)-(b) Images of the QD photoluminescence and alignment marks. (c)-(d) One-dimensional line cut of the QD emission (along
the x-axis). (e)-(f) One-dimensional line cut of the light reflected off an alignment mark (along the x-axis). The uncertainty in
the peak position of the QD emission (Gaussian fit in(c); maximum likelihood estimate in (d)) and the center of the alignment
mark (Gaussian fit in (e), cross-correlation method in (f)) are stated on the graphs, and represent one standard deviation values
and 68 % confidence intervals, respectively, as detailed in Section III.
tive in close proximity to the sample allows for the use of
a high NA (0.9), which both increases the solid angle over
which emitted photons are collected, and also increases
the LED intensity at the sample, ensuring that satura-
tion of all QDs within the field of view can be achieved
(this was not the case in Ref. 18). The net result is to
increase the collected photon flux from the QD, thereby
reducing the camera gain (no EM gain is needed) and
generally improving the measurement dynamic range and
signal-to-noise ratio, and reducing the required image ac-
quisition time. Finally, the absence of optical windows
between the objective and the sample leads to higher
quality imaging (for example, alignment features appear
sharper), as we discuss below. On the other hand, the
larger magnification, combined with the fixed size of the
EMCCD camera chip, results in a smaller field of view,
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FIG. 3. Histograms of the uncertainties in the QD and alignment mark positions for the (a) first generation setup and (b) system
described in this work (second generation setup). Compared to the first generation setup, the mean QD position uncertainty
in the second generation setup is reduced by a factor of 10.3, while the mean alignment mark position uncertainty is reduced
by a factor of 4.7. The mean uncertainty of the QD-alignment mark separation is ≈ 28 nm for the first generation setup and
≈ 4.5 nm for the second generation setup. The methods used for uncertainty estimation are detailed in Section III.
and the limited translation range of the nanopositioners
within the cryostat limits the sample area that can be
covered in comparison to the previous work, where the
entire microscope system could be moved independently
from the sample and cryostat.
Figure 2 presents a comparison of the results from
the imaging setup described in ref. 18 (First generation
setup) and the new system (Second generation setup),
where the samples investigated emit in the 930 nm wave-
length band. The modified system results in several read-
ily observable differences in the collected images. First,
the alignment marks in the image from the second gener-
ation setup (Fig. 2(b)) are noticeably sharper than those
from the first generation setup (Fig. 2(a)), a result of
both the higher resolution of the imaging system and
more importantly, the absence of image-distorting opti-
cal windows between the objective and the sample. This
is seen quite clearly when considering line scans across an
alignment mark (Fig. 2(e)-(f)), where the blurring pro-
duced by the windows results in an essentially Gaussian
shape for the line scan in the first generation setup, while
the line scan for the second generation setup, though
not perfectly rectangular, show much more abrupt edges.
The higher spatial resolution provided by the larger mag-
nification (increased from a 40× system magnification to
a 100 × system magnification) results in the full-width
at half-maximum of the QD emission being reduced from
≈ 2 µm to ≈ 650 nm, which can be important in order
to clearly distinguish between QDs when working with
higher QD density samples. The improved signal-to-noise
level that results from increased collected photon flux re-
sults in significantly reduced fit uncertainties in the cen-
ter positions of the QD emission and alignment marks
(the specific procedures used are detailed in Section III),
and moreover, the acquisition time required to achieve
such uncertainties is only 1 s, in comparison to 120 s for
the first generation setup. This reduction significantly
increases the throughput, limits the potential influence
of drift during the measurements, and stands in contrast
to serial detection techniques, such as scanning confocal
microscopy, which require a similar integration time (as-
suming equal collection efficiency) for each pixel in the
image13.
Figure 3 shows a comparison of the fit uncertainties
for the QDs and alignment marks in the two different
setups, along both the x and y directions, for a num-
ber of interrogated QDs. The mean uncertainty in the
QD emission center is reduced by a factor of 10.3, while
the uncertainty in the alignment mark center is reduced
by a factor of 4.7. No significant difference is seen be-
tween the x and y directions in either setup. A summary
comparison of the two setups is provided in Table I. Fi-
nally, we note that while photoluminescence imaging and
basic non-resonantly-pumped spectroscopy of the quan-
tum dots is the main focus of this work, we have been
able to make simple modifications to the second genera-
tion setup to enable a wider variety of measurements to
be performed. For example, the insertion of polarization-
controlling optics in the Ti:sapphire laser excitation path
and crossed polarizers before the objective and before the
collection fiber have been successfully used to observe res-
onance fluorescence21 from single QDs. In addition, the
collection efficiency of the setup is adequate to perform
high-resolution spectroscopy (e.g., with a scanning Fabry
Perot analyzer) and photon correlation measurements of
single QDs in bulk.
5TABLE I. Comparison of the performance of the PL imaging setup from Ref. 18 (First generation setup) and
the current work (Second generation setup).
First generation setup Second generation setup
Objective location Outside cryostat Inside cryostat
Objective NA 0.4 0.9
Objective magnification 20× 100×
System magnification 40× 120×
Usable field of view 200 µm × 200 µm 66 µm × 66 µma
EM gain 200 (typical) None
Integration time 120 s < 1 s
Mean QD position uncertainty 21 nmb 2 nmc
Mean alignment mark position uncertainty 19 nmd 4 nme
a Using a 165 mm focal length tube lens will result in an 80 µm × 80 µm field of view.
b One standard deviation value from one-dimensional Gaussian fit.
c One standard deviation value from a two-dimensional maximum likelihood estimate (see Section III).
d One standard deviation value from one-dimensional Gaussian fit.
e 68 % confidence interval from a cross-correlation method (see Section III).
III. IMAGE ANALYSIS METHODS
In this section we review the techniques used to an-
alyze the photoluminescence images and determine the
uncertainties when localizing the QD emission and the
alignment mark center. In Ref. 18, one-dimensional non-
linear least squares fits to Gaussian functions along the
x-axis and y-axis were used, after correcting for any rota-
tion in the image, and the reported uncertainties were one
standard deviation values based on the fits. Similar ap-
proaches have been used in other QD positioning studies,
for example, those based on scanning confocal photolumi-
nescence11–13. Here, we have moved beyond this simple
approach to take into account: (1) the sharpness of the
alignment marks, which in ref. 18 could be adequately fit
by Gaussians due to the blurring caused by the cryostat
windows, and (2) advances in single-molecule localiza-
tion19,22,23, based on the use of a maximum likelihood
estimator (MLE) as a means to approach the theoretical
minimum uncertainty in positioning a fluorophore given
the available information (e.g., number of photons in the
image and the system’s point spread function (PSF)).
Our basic image analysis approach is summarized in
Fig. 4. We use two different image processing techniques
to obtain the spatial location of both the four alignment
marks and the QDs with subpixel accuracy. To locate
the alignment marks, we employ an algorithm developed
for use in direct-write electron beam lithography20. For
each of the four marks, a corresponding section of the
image (Fig. 4(a)) is cropped, flattened, and thresholded,
to yield a processed chipmark image, denoted by CM
(Fig. 4(b)). We next calculate the root-mean-square
value of the residual T(xi, yi)∗CM - T(0, 0)∗T(xi, yi)
across all pixels, where T(xi, yi) is a chipmark template
centered at pixel (xi, yi) and ∗ denotes a 2D convolution.
This process, illustrated in Fig. 4(c), is repeated for ev-
ery (xi, yi) pixel in CM, producing a 2D residual map
R(xi, yi) that is then fitted with a two-variable quadratic
function P (x, y) = a0 +a1xa2 +x2 +a3xy+a4y2 +a5xy,
where x and y are in pixel units. The point (x, y)min
that minimizes P corresponds to the center of the CM,
and can be obtained by solving ∂P/∂x = ∂P/∂y = 0 and
substituting the fitting coefficient values. Uncertainties
in the alignment mark position are obtained by propa-
gating the 68 % parameter confidence intervals from the
fit (68 % confidence intervals were chosen because they
provide the most direct comparison to the one standard
deviation uncertainties obtained in Gaussian fits to deter-
mine alignment mark locations in Ref. 18). Importantly,
the width of the arms of the cross forming the template
pattern must be chosen so as to maximize the contrast in
the R(xi, yi), and thus the correlation between the exper-
imental image and the template. After the centers of the
four alignment marks are found though this procedure,
a rotation correction is applied to ensure that the align-
ment marks are aligned with respect to the Cartesian
(x, y) axes (Fig. 4(d)). This process is repeated until the
rotation angle converges to a desired tolerance. At this
point, a pixel size in real space units can be determined
by comparing the pixel distances between the positioned
mark centers and their nominal, real space values. All
coordinates in the figure are then referenced to the cen-
troid of the four positioned mark locations, which is the
write field center.
The next step consists of using a MLE to position the
imaged QD emission with respect to the write field cen-
ter. In the PL image, a region of interest (ROI) is de-
fined to comprise the area bounded by the four align-
ment marks. Bright spots due to the QD’s emission
within the ROI image are first pre-selected as follows
(Fig. 4(e)). The image is first filtered with a low-pass
followed by a (complementary) high-pass Gaussian fil-
ter with adjustable variance, which enhances the image
signal-to-noise ratio. The image is then thresholded and
the QD spots are localized by centroiding. These cen-
troids are then used as center coordinates for sub-ROIs
comprising a small number of user-specified pixels on the
unfiltered image (colored boxes in Fig. 4(f)), to which the
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FIG. 4. Summary of the process by which the photoluminescence images are analyzed. (a) Original image. (b) Sections of the
original image near the four alignment marks are cropped and filtered through threshold detection. (c) The alignment mark
locations in the original image are determined through an approach in which the convolution of an ideal alignment mark pattern
(T(0,0)) and the processed alignment mark pattern (CM) is compared with the autocorrelation of the ideal alignment mark
pattern, and the residual is minimized. (d) The location of the four alignment marks is used to rotate the image so that it is
better aligned with respect to the Cartesian x-y axes. This process of alignment mark correlation and image rotation is iterated
until the residual stabilizes, and then a final rotated image is produced. (e) Pre-selection of quantum dots based on filtering,
thresholding, and centroiding. (f) Definition of sub regions of interest (ROI) within the space defined by the chip marks. A
two-dimensional Gaussian maximum likelihood estimate (MLE) is used to localize the emission centers of each QD within its
sub-ROI. The insets show zoom-in images of three different QDs, with the red circles indicating the MLE determination of the
centers. (g) The alignment mark data and QD data are displayed in a final analyzed image, with the alignment mark centers
given by red + signs, the center of the field given by a red ∗ sign, and the QDs (labeled 1-9) given by blue x signs.
7MLE algorithm is next applied. Our MLE algorithm is
based on a 2D Gaussian PSF for the QDs, as described
in Ref. 19, and is briefly described below.
At each sub-ROI, {Yk}nk=1 is a sequence of independent
random variables that represents the number of detected
photon counts in the k-th pixel. We assume Yk follows
Poisson statistics, with an expected number of photon
counts λk at pixel k. We then let λk = λk(θ), where θ ∈
Θ, and Θ is an appropriate parameter set that depends
on the point spread function model. As noted above, our
PSF model consists of a symmetric 2D Gaussian with
variance σ2, centered at (ik, jk). The probability mass
function (PMF) for Yk is
fθ(yk) =
λykk (θ)
yk!
exp [−λk(θ)] , yk ∈ N (1)
where
λk(θ) = α · p(ik, jk) + β, (2)
θ = (i0, j0, σ
2, α, β)T is the parameter vector, α is the
total expected number of photon counts, p is Gaussian
PSF, and β is the expected background number of photon
counts per pixel. The joint PMF among the number of
photon counts of n pixels is f (n)θ (y
n) =
∏n
k=1 fθ(yk). The
MLE for every λk is gMLE(yn) = arg maxθ∈Θ
{
f
(n)
θ (y
n)
}
,
which can be written as
gMLE(y
n) = arg min
θ∈Θ
{
n∑
k=1
λk(θ)− yk lnλk(θ)
}
. (3)
The parameters in θ are estimated by minimizing the
expression inside curly brackets in eq. 3. We employ the
Nelder-Mead simplex method for this purpose.
Uncertainties for the QD position (as well as σ2, α
and β) can be obtained by calculating the Cramér-Rao
lower bounds, which are the asymptotic variances for the
estimated parameters (i.e., the MLE variances monoton-
ically decrease to the Cramer-Rao lower bounds as the
number of photon counts goes to infinity). These bounds
are obtained from the diagonal elements of the inverse of
the Fisher Information matrix M(θ),
M(θ) , Eθ
[
∇θlnf (n)θ (Y n)
(
∇θlnf (n)θ (Y n)
)T]
, (4)
whose elements can be shown to be
[M(θ)]rs =
n∑
k=1
∂λk(θ)
∂θs
∂λk(θ)
∂θr
1
λk(θ)
(5)
and calculated analytically. Typical uncertainty values
are (δxMLE and δyMLE with values inside square brack-
ets in Table II), shown in Fig. 3, and correspond to one
standard deviation for the Gaussian center. It is impor-
tant to note that the electron multiplication mechanism
of EMCCDs leads to non-Poissonian statistics for the de-
tected signal, which should be taken into account in a
TABLE II. Quantum Dot Positions and Uncertainties (δx and
δxMLE are the uncertainties for QD-alignment mark separa-
tion and QD position respectively)
QD # x (µm) y (µm) δx [δxMLE] (nm) δy [δyMLE](nm)
1 3.34 14.60 4.6 [0.81] 4.4 [0.81]
2 15.47 2.56 4.6 [1.06] 4.5 [1.06]
3 -16.16 -5.83 4.6 [1.10] 4.5 [1.10]
4 8.08 8.56 4.7 [1.37] 4.6 [1.37]
5 -0.41 10.92 4.8 [1.60] 4.7 [1.60]
6 -5.15 -9.35 4.8 [1.74] 4.7 [1.74]
7 9.11 7.52 4.8 [1.73] 4.7 [1.73]
8 9.89 -3.0 5.0 [2.22] 4.9 [2.22]
9 -22.34 -20.68 5.2 [2.60] 5.1 [2.60]
strict MLE uncertainty analysis19,24. In practice, how-
ever, the main effect of the multiplication process is that
it adds excess noise that leads to a position standard de-
viation (i.e., localization uncertainty) larger by a factor
of
√
2. Moreover, in our current setup, we typically do
not use EM gain (Table I). The final result produced by
our analysis routine consists of an image with the align-
ment mark and QD positions labeled (Fig. 4(g)) and a
table of positions of the QDs with respect to the center
of the field, including the chip mark center uncertainties
(Table II), that can be used in subsequent device fabri-
cation, including aligned electron-beam lithography.
IV. CONCLUSIONS
In summary, we have presented an improved imple-
mentation of the two-color photoluminescence imaging
approach used in Ref. 18 to locate the position of single
self-assembled QDs with respect to alignment marks for
subsequent fabrication with single QDs optimally aligned
within nanophotonic devices. Our new approach reduces
the uncertainties in the QD positions by a factor of 6, and
the image acquisition time needed to achieve those uncer-
tainties by a factor of 100, yielding a mean one standard
deviation uncertainty in the QD location of 4.5 nm. The
superior optical performance and more sophisticated and
automated image analysis tools have greatly increased
the throughput of this technique. As a result we believe
that it will be valuable in future demonstrations of QD-
based devices for integrated quantum photonics25. In the
future, a combination of automated sample positioning,
focus adjustment (through the sample height), and stage
encoder readout may enable stitching of multiple fields
together, further increasing the throughput and capabil-
ity of the system. Moreover, we anticipate that this tech-
nique can be easily extended to study other solid-state
quantum emitters, including in emerging systems such as
SiC26 or two-dimensional semiconductors27.
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